Near Infrared Spectroscopy Monitoring During Carotid Endarterectomy: Which Threshold Value is Critical?  by Mille, T et al.
Near Infrared Spectroscopy Monitoring During Carotid
Endarterectomy: Which Threshold Value is Critical?
T. Mille,1* M. E. Tachimiri,1 C. Klersy,2 G. Ticozzelli,3 G. Bellinzona,3 I. Blangetti,3
S. Pirrelli,4 M. Lovotti4 and A. Odero4
1Operative Unit of Clinical Neurophysiology, Neurosurgery Division, Department of Surgery, 2Biometry and
Clinical Epidemiology, 3Intensive Care Unit II, Department of Anesthesiology, and 4Vascular Surgery
Division, Department of Surgery, IRCCS Policlinico S. Matteo, Pavia, Italy
Objectives. Retrospectively to verify which decreasing percentage in regional oxygen saturation (rSO2) identified patients
with good collateralisation during carotid artery cross clamp.
Materials and methods. During 594 endarterectomies under general anaesthesia the decreasing percentage from preclamp
value to value detected in the first 2 min after clamping the CCA and/or ICA was calculated in real time. No temporary
shunt was placed in any case. ROC analysis was performed to determine the optimal cut-off for rSO2 decrease to identify the
occurrence of neurological complications.
Results. A cut-off of 11.7% was identified as optimal. Sensitivity and specificity were 75% (95% CI 71–78) and 77% (95%
CI 74–80), respectively. The cut-off of 20% had a lower sensitivity (30%) and a higher specificity (98%) to identify patients
with complications, with positive and negative predictive value of 37 and 98%, respectively.
Conclusions. The study suggest that a relative decrease in rSO2 of ,20% from preclamp to early cross clamp value has a
high negative predictive value, i.e. if rSO2 does non decrease more than 20%, ischemia by hypoperfusion is unlikely and a
shunt should not be necessary. Moreover, a relative decrease .20% may not always indicate intraoperative neurological
complications.
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Introduction
Carotid endarterectomy (CEA) is an established
procedure in patients with high-grade carotid artery
stenosis1 – 3 but adverse outcomes are possible and
must be kept to minimal levels. The complications
reported in the NASCET4 and ECST1 studies, included
a 5.8 and 7.5% major stroke rate and 2.1 and 3.2%
mortality rate, respectively.
Hypoperfusion during clamping of the internal
carotid artery can cause the development of a new
stroke or can further aggravate existing damage
caused by previous events. Therefore, maintaining
adequate perfusion during the procedure is critical.
Since routine placement of an intraluminal shunt
carries its own risk of intimal damage or emboliza-
tion,5,6 selective shunting using a reliable monitoring
technique should assure optimal intraoperative
approach and avoid unnecessary shunting. But
which monitoring technique is a reliable indicator for
selective shunting during CEA under general anesthe-
sia?
The Near-Infrared Refracted Spectroscopy (NIRS)
has been advocated as a simple, non-invasive, con-
tinuous, real-time monitor during extracranial carotid
surgery but reports comparing NIRS with other
intraoperative monitors have indicated varying levels
of agreement.7 – 12 The major problem in using cerebral
oximetry during CEA is that a critical regional oxygen
saturation (rSO2) threshold, below which neurological
dysfunction would develop, remains to be defined.
Therefore, the purpose of this retrospective study was
to verify which decreasing percentage in rSO2 from
baseline-preclamp to value detected in the first 2 min
after clamping the CCA and/or ICA in CEA under
general anaesthesia could reliably identify patients
without impending cerebral ischemia.
Materials and Methods
We analyzed the data about rSO2 changes detected by
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cerebral oximetry during 594 CEAs performed under
general anesthesia in Vascular Surgery and Neurosur-
gery Divisions, Department of Surgery, IRCCS Policli-
nico S. Matteo in Pavia between June 1996 and
December 2002. All patients gave informed consent
to participate in the study according to the guidelines
approved by the Ethical Committee of IRCCS Policlin-
ico S. Matteo in Pavia. All 594 patients had sympto-
matic high-grade carotid artery stenosis.70% with 39
contralateral ICA occlusion documented by preopera-
tive Echo color Doppler and/or by angiographic
evaluation. All of the CEA procedures were performed
under general anesthesia induced using a standard
balanced technique with remifentanil, midazolam and
propofol repeated as necessary until loss of conscious-
ness. After tracheal intubation anesthesia was main-
tained with remifentanil and sevoflurane. All patients
were ventilated with 50% oxygen until reaching an
end tidal carbon dioxide of 4.0–5.5 kPa, i.e. 30–
41 mmHg. Mean blood pressure was kept within the
range of þ20% and 220% of the preoperative level by
using ephedrine (5 mg/bolus) and vascular expansion
with hetastarch.
Routine monitoring included ECG, direct radial
artery blood pressure, pulse oximetry and capnogra-
phy. As a general rule, during all operations, intra-
venous heparin (5000 IU) was given before clamping.
Details of the principles of cerebral oximetry used by
INVOS 3100-A and INVOS 4100-SSA have been
previously described.13,14
Data collection
The numerical rSO2 readings were recorded at 10 or
20-second intervals and stored on floppy disk for off-
line data analysis at a later time. The numerical values
of rSO2 in each patient were calculated following these
criteria.
Mean preclamp. The mean value in the last 2 min
after clamping the ECA and before clamping the CCA.
This value was considered the baseline value.
Early lowest cross-clamp. The mean of the two lowest
documented values in the first 2 min after clamping
the CCA and/or ICA.
Mean cross-clamp. The mean value detected in cross
clamp phase, i.e. from clamping CCA and ICA to
clamp complete removal.
Lowest cross-clamp. The lowest value detected in
cross clamp phase.
Mean post-clamp. The mean of the values in the first
10 min post-clamp, i.e. after clamp removal.
Duration of carotid cross-clamp time was recorded
for each patient. Because intersubject variability in
rSO2 numerical values was noticed in many other
studies,10,12,15 to allow comparison of rSO2 changes in
any phase of CEA among all patients with varying
absolute values, the recorded rSO2 data was normal-
ized by calculating a decreasing or increasing percen-
tage change from baseline to other value according to
the following formula.
Percent change ¼ [(mean preclamp 2 value in
other phase)/mean preclamp] £ 100.
Adopting the same formula it was possible to
calculate the increasing or decreasing percentage
change in rSO2 reading in each other period or phase
of operation in all patients. It is worthy of remark that
the most recent device shows the variations on the
screen in continuous and real time.
All patients were tested after extubation for devel-
opment of a new neurological deficit. Patients who
had a neurological deficit with complete recovery
within 24 h were classified as having sustained a TIA,
while those with neurological deficit persisting for
more than 24 h were classified as having sustained a
stroke.
Statistical analysis
Descriptive statistics were computed as mean and
standard deviation (SD) for continuous variables and
as absolute and relative frequencies for categorical
variables.
Relative changes from baseline of rSO2 were
computed for the various groups of patients, with
decrease .20% or decrease ,20%, occluded or not-
occluded, together with their 95% confidence intervals
(95% CI).
The independent role of contralateral occlusion was
also evaluated by including this parameter into the
model. Huber–White robust standard errors were
calculated to account for intra-patient correlation over
time. For post-hoc comparisons paired and unpaired t
tests were used to contrast measures over time.
Finally, the role of a series of possible prognostic
factors in predicting neurological complications was
assessed by means of a logistic model. The odds ratio
(OR) and its 95% CI was calculated to assess the
strength of the association. ROC analysis was per-
formed to determine the optimal cut-off (with highest
sensitivity and specificity) for rSO2 decrease to identify
the occurrence of neurological complication in patients
without shunt placement. Stata 7 (StataCorp, College
Station TX) was used for computation. A 2-sided p-
value was retained for statistical significance. For post-
hoc comparisons, nominal p-values were corrected
according to Bonferroni correction.
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Results
Baseline
The baseline characteristics of the 594 patients, i.e. age,
sex, side, contralateral occlusion and rSO2 mean value,
are shown in Table 1.
Changes in time
rSO2 mean values over time (and 95% CIs) are shown
in Table 2. For statistical analysis, two different models
were fitted depending on the measurements con-
sidered in time. In the first case rSO2 measurements
included: baseline (preclamp); early lowest; mean
cross clamp; and mean post declamp. In the second
case rSO2 measurements included: baseline (pre-
clamp); early lowest; mean lowest cross clamp; and
mean post declamp.
Both regression models were statistically significant
ðp , 0:0001Þ and showed rSO2 values to depend on
time ðp , 0:001Þ: Once having accounted for time, the
presence of a contralateral carotid occlusion had no
additional role in determining rSO2 (p ¼ 0:9 in both
models). After Bonferroni correction all intraoperative
rSO2 values appeared to be significantly different from
baseline and from each other (p , 0:01 in both
models). Baseline and mean post declamp values
were comparable.
Perioperative neurological complications
Neurological complications occurred in 20/594 (3.4%).
It is useful to highlight that sixteen patients (2.7%)
showed an early (the mean of the two lowest
documented values in the first 2 min after clamping
the CCA and/or ICA) drop in rSO2% above 20%. Six
patients (37.5%) with a decrease .20% had neuro-
logical complications as compared to 14 (2.4%) with a
decrease ,20% ðp , 0:0001Þ: The presence of contra
lateral occlusion has independent negative effect after
accounting for levels of rSO2% in time. Level of rSO2%
also proved to be an independent predictor of
neurological complications, while contralateral occlu-
sion was not (Table 3).
ROC analysis
In the group of 594 patients the rSO2 decrease ranged
from 44 to 0 (median 9) and by ROC analysis a cut-off
of 11.7% was identified as optimal to identify patients
with/without neurological complication. Five patients
(1.1%) with a decrease ,11.7 had neurological
complications as compared to 15 (10.2%) with a
decrease $11.7% ðp , 0:0001Þ: Sensitivity and speci-
ficity for the cut-off of 11.7% were 75% (95% CI 71–78)
and 77% (95% CI 74–80), respectively. The area under
the ROC curve indicated good discrimination ability
and was 0.80 (95% CI 0.65–0.94). The positive and
negative predictive values were 10 and 99%, based on
complication prevalence in the group of 3.4%.
However, the impact of a drop .20% is clinically
relevant: a drop .20% was associated with neuro-
logical complications (three stroke, three TIA) in 6/16
patients (37%), while a drop #20% was associated
with neurological complications (three stroke, 11 TIA)
only in 14/578 patients (2%) ðp , 0:0001Þ: In 3/6
patients with stroke on awakening the decrease from
baseline to early lowest cross clamp is .20%.
Reliability of cut-off ,20% at NIRS monitoring
Specificity and sensitivity, as well as the predictive
values based on data prevalence were computed to
assess the ability of a critical cut-off in rSO2 to predict
the uselessness of shunting or to predict neurological
complications.
We observed a high rate of true negative cases
resulting in both high specificity and negative pre-
dictive value of the ,20% cut-off in identifying
patients with good cerebral perfusion by collateralisa-
tion. The cut-off of 20% had a lower sensitivity (30%)
but a higher specificity (98%) to identify patients with
complications, with positive and negative predictive
values of 37 and 98%, respectively.
Discussion
It is firmly stated that the relative change in rSO2
rather than the absolute number are a more reliable
indicator of the ischemic threshold to establish the
need for a shunt. As reported by others utilizing this
device8,16 – 19 the definition of ‘normal values’ for rSO2
is highly questionable because of the wide variation of
preclamp baseline saturation. Like the variability
Table 1. Baseline characteristics
Characteristics N ¼ 594
Age in years (mean (SD)) 70.4 (6.7)
Male (N, %) 415 (70%)
Left carotid (N, %) 313 (53%)
Contralateral occlusion (N, %) 39 (7%)
rSO2% (mean (SD)) 67.9 (6.8)
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found in jugular venous oxygen saturation in healthy
volunteers20 rSO2 has been found to exhibit a similar
but even wider variability. The results of our study
confirmed the variability of this parameter and the
necessity to focus attention on individual changes of
rSO2 and to normalize the preclamp value to make
easier the calculation of the percentage decrease. On
the other hand, the newer devices show the relative
decrease from baseline in real time on the screen. The
aim of our investigation was to evaluate the reliability
of NIRS as a new form of neurological monitoring
during CEAs under general anesthesia. At this point,
there is little evidence to support the use of one form of
monitoring over another in selecting patients requir-
ing a shunt.21
The true ‘gold standard’ of CEA monitoring is the
neurological examination in the awake patient and
other methods of monitoring are unnecessary. How-
ever, loco-regional anesthesia is not always appro-
priate. We evaluated the reliability of NIRS during
CEA under general anesthesia using comparisons
between our data relative to sensitivity and specificity
and perioperative morbidity with the homologous
data reported by other authors adopting continuous
EEG monitoring. Somatosensory evoked poten-
tials9 – 12,22 or transcranial Doppler in the same
conditions or with the neurologic examination in the
awake patient.7,13
Lam et al.23 compared the sensitivity and specificity
of EEG and SEPs as a monitor of cerebral ischemia
during CEAs with general anesthesia, without use of a
shunt even if electroencephalography or SEPs changes
are observed. They concluded that the relative
sensitivity and specificity for EEG and SEPs in
detecting postoperative stroke was 50 and 92% for
EEG and 100 and 94% for SEPs, respectively. Sbarigia
et al.22 compared SEPs with an objective cerebral
monitoring technique during CEA under local
anesthesia: the results show that SEPs is associated
with a 2% false negative rate. Moreover, the time
needed for evoked potentials to return to normal after
shunting limits their usefulness in verifying effective
shunting.
Our data are strictly similar to those referred by
Samra et al.7 in awake patients and state that a rSO2
decrease #20% indicates that shunt placement is not
necessary. But our data also shows that a decrease
.20% does not always predict neurological symp-
toms. If the reduction of cerebral oxygen saturation
only persists for a short time, it may be tolerated
without symptoms. In the study of Samra et al.7 in 99
patients undergoing 100 CEAs with regional anesthe-
sia monitoring the rSO2 using the INVOS cerebral
oximeter, the cut-off value of 20% resulted in a
sensitivity of 80% and in a specificity of 82.2%. The
false-positive rate using this cut-off point in the study
by Samra et al.7 was 66.7% and the false negative rate
was 2.6% providing a positive predictive value of
33.3% and a negative predictive value of 97.4%. In our
study a 20% decrease in rSO2 had a 98% negative
predictive and a 37% positive predictive value. Exactly
the same data reported by Samra in CEAs under loco-
regional anesthesia. A cut-off of 25–27% reduction in
rSO2 could reduce the false positive rate as reported by
Roberts KW et al.15 i.e. could reduce the number of
patients requiring a shunt, but it could increase the
rate of neurological complications.
A deeper analysis of data collected in those 16 cases
with a decrease.20% showed that in patients without
neurological dysfunction (six cases) the decrease
.20% was limited to comparison of preclamp value
vs early lowest cross-clamp while in the other cases
with neurological dysfunction (10 cases) the decrease
.20% persisted throughout the cross-clamp phase.
Thus the duration of decrease in rSO2 is also an
important factor determining the neurological effect. It
is not surprising that reduction of cerebral oxygen
saturation persisting for a short time may be tolerated
without permanent cerebral sequelae.




% Change from baseline
(95% CI)
Baseline*,† 67.9 (6.8) –
Early lowest*,† 62.1 (7.2) 28.5 (28.9; 28.1; 9.3)
Mean crossclamp* 62.5 (6.9) 27.9 (28.4; 27.5)
Mean lowest crossclamp† 59.5 (7.2) 212.4 (212.9; 212.0)
Mean post declamp*,† 67.7 (6.7) –
*Model 1: time effect p , 0:0001: For post-hoc comparisons see text.
†Model 2: time effect p , 0:0001: For post-hoc comparisons see text.
Table 3. Prognostic factors for neurological complications (multivariate model)
Neurological complications (N; (%)) OR 95% CI p
rSO2% * 0.95 (0.92–0.98) 0.001
Controlateral occlusion No 130 (4%)
Yes 15 (4%) 0.5 (0.1–2.2) 0.358
Model p ¼ 0:0003; *overall mean: 63.9 (SD 7.7).
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According to the above reported data, in some cases
a shunt is unnecessary even if the decrease in rSO2 is
.20%. In practice, the surgeon wants to know
immediately after clamping the CCA if hypoperfusion
is detected or not and whether a shunt is really
necessary or not. Therefore, the value to take into
account is the early lowest cross clamp value detected
in the first 2 min after clamping the CCA and/or ICA.
In the early phases of clamping the rSO2 may fluctuate
due to auto regulation. Thus for correct decision
making, the surgeon should wait until 2 min after
clamping, the required time for auto regulation.
There are some limitations to the use of NIRS.
Firstly, embolic insult is a significant factor in
determining patient outcome and no published
studies have demonstrated that NIRS can detect
emboli. On the other hand, neither EEG nor SEP can
detect emboli and also transcranial Doppler has many
problems about the detection of emboli. Additionally,
NIRS is highly regional in nature and monitoring is
limited to a small but critical area of the watershed
between the middle and anterior cerebral arteries
territories. Also SEPs explore the somatosensory
cortex alone rather than exploring the whole cortical
area. Besides, the amplitude of SEPs and EEG is
reduced by drugs that depress brain metabolism
commonly used for general anesthesia: it could make
difficult to evaluate the changes of amplitude of the
neurophysiologic signal during surgery. NIRS is not
affected by drugs. However, when considering other
factors such as the great ease of use, the rapidity of
measurement and the fact that NIRS offers a continu-
ous, real time and non-invasive means for the
assessment of cerebral cortical oxygenation, we con-
clude that NIRS is a useful means of monitoring
hypoperfusion during CEA.
References
1 European Carotid Surgery Trialist’s Collaborative Group, MRC
European Carotid Surgery Trial (ECST): interim results for
symptomatic patients with severe (70–99%) or with mild (0–
29%) carotid stenosis. Lancet 1991; 337(8752):1235–1243.
2 Taylor DW, Barnett HJM:. Beneficial effect of carotid endarter-
ectomy in symptomatic patients with high-grade carotid steno-
sis. NEJM 1991; 325:445–453.
3 Executive Committee for the Asymptomatic Carotid Athero-
sclerosis Study, Endarterectomy for asymptomatic carotid artery
stenosis. JAMA 1995; 273:1421–1428.
4 North American Symptomatic Carotid Endarterectomy Trial
Collaborators, Beneficial effect of carotid endarterectomy in
symptomatic patients with high grade carotid stenosis. N Engl J
Med 1991; 325:445–453.
5 Berman SS, Bernhard M, Erly WK, McIntyre KE et al. Critical
carotid artery stenosis: diagnosis, timing of surgery, and out-
come. J Vasc Surg 1994; 20:499–510.
6 Gumerlock MK, Neuwelt EA. Carotid endarterectomy: to
shunt or not to shunt. Stroke 1988; 19:1485–1490.
7 Samra SK, Dy EA, Welch K et al. Evaluation of a cerebral
oximeter as a monitor of cerebral ischemia during carotid
endarterectomy. Anesthesiology 2000; 93:964–970.
8 Williams IM, Picton AJ, Farrell A et al. Light reflective
cerebral oximetry and jugular bulb venous oxygen saturation
during carotid endarterectomy. Br J Surg 1994; 81:1292–1295.
9 Cho H, Nemoto EM, Yonas H et al. Cerebral monitoring by
oximetry and somatosensory evoked potentials (SSEP) during
carotid endarterectomy. J Neurosurg 1998; 89:533–538.
10 Duffy CM, Manninen PH, Chan A et al. Comparison of cerebral
oximeter and evoked potential monitoring in carotid endarter-
ectomy. Can J Anaesth 1997; 44(10):1077–1081.
11 Beese U, Langer H, Lang W et al. Comparison of near-infrared
spectroscopy and somatosensory evoked potentials for the
detection of cerebral ischemia during carotid endarterectomy.
Stroke 1998; 29:2032–2037.
12 de Letter J, Sie HT, Thomas B et al. Near-infrared reflected
spectroscopy and electroencephalography during carotid endar-
terectomy-in search of a new shunt criterion. Neurol Res 1998;
20(S1):S23–S27.
13 Carlin RE, McGraw DJ, Calimlim JR et al. The use of near
infrared cerebral oximetry in awake carotid endarterectomy.
J Clin Anesth 1998; 10:109–113.
14 Madsen PL, Secher NH. Near-infrared oximetry of the brain.
Progr Neurobiol 1999; 58(6):541–560.
15 Roberts KW, Crnkovic AP, Linneman IJ. Near infrared
spectroscopy detects cerebral hypoxia during carotid endarter-
ectomy in awake patients (abstract). Anesthesiology 1998; 9:A933.
16 Misra M, Stark J, Dujovny M et al. Trancranial cerebral
oximetry in random normal subjects. Neurol Res 1998; 20:
137–141.
17 Ekelund A, Kongstad P, Sa¨veland H et al. Transcranial cerebral
oximetry related to transcranial Doppler after aneurysmal
subarachnoid hemorrhage. Acta Neurochir (Wien) 1998; 140:
1029–1036.
18 Schwarz G, Litscher G, Kleinert R et al. Cerebral oximetry in
dead subjects. J Neurosurg Anest 1996; 8(3):189–193.
19 Okada E, Firbank M, Schweiger M et al. Theoretical and
experimental investigation of near-infrared light propagation in a
model of the adult head. Appl Opt 1997; 36(1):21–31.
20 Henson LC, Cartwright C, Chlebowski SM, Kolano JW,
Ward DS. Estimation of jugular venous O2 saturation from
cerebral oximetry or O2 saturation during isocapnic hypoxia.
Anesthesiology 1997; 87(3A):A402.
21 Hankey GJ, Bond R, Rerkasem K, Rothwell P. Routine or
selective carotid artery shunting for carotid endarterectomy (and
different methods of monitoring in selective shunting). Cochrane
Corner. Stroke 2003; 34(3):824–825.
22 Sbarigia E, Schioppa A, Misuraca M et al. Somatosensory
evoked potentials versus loco-regional anesthesia in the moni-
toring of cerebral function during carotid artery surgery:
preliminary results of a prospective study. Eur J Vasc Endovasc
Surg 2001; 21:413–416.
23 Lam AM, Manninen PH, Ferguson GG et al. Monitoring
electrophysiologic function during carotid endarterectomy: a
comparison of somatosensory evoked potentials and conven-
tional electroencephalogram. Anesthesiology 1991; 75:15–21.
Accepted 11 February 2004
T. Mille et al.650
Eur J Vasc Endovasc Surg Vol 27, June 2004
